GENERATOR 


TS-5I0A/USM-44A SIGNAL 
GENERATOR, 10 To 420 Mxz 
AM, CW or PULSED CARRIER. 
SIMILAR TO HEWLETT-PACK- 
ARD 608D. INTERNAL MoDU- 
LATION 400 or 1000 Hz. 
ExTERNAL MoD: 100 To 20 
KHz. Output: 0.] U-VOLT 
To 0.5 vottT iNTo a 50 OHM 
LOAD. Has BUILT-IN | MHZ 
OR 5 MHZ CRYSTAL CALIBRA- 
: TOR. LarGe 33" ROUND ME- 
TERS INDICATE PERCENT MODULATION AND OQuTPUT 
VoLTS-DBM. Power requireo: 115/230 VAC 50- 
1000 Hz. Size: |13xl63x2}]; Shea. wt: 80 Les. 
Price: USED, REPARABLE $375. CHECKED, $450. 


TS-510/USM-44 SIGNAL GENERATOR, SAME AS THE 
"A MODEL EXCEPT WITH ONLY 9 MHZ CALIBRATOR. 
Price: USED, REPARABLE $350. CHEckED, $425, 


STOP TIMER 


FM-19 STOP TIMER ts A MECH- 
ANICAL PRECISION INSTRUMENT 
DESIGNED TO INDICATE EL&PSED 
Time FROM QO To 60 MINUTES IN | 
0.5 SECOND INCREMENTS. ONE 
HEAVY-DUTY SWITCH STARTS- 

STOPS THE HANDS; THE OTHER 
PLUNGER RESETS. WITH LARGE ~~ oP 
5" DIAL. ORIGINALLY USED IN PHOTO LABS, BUT 
THE HANDS ARE NOT LUMINESCENT. SIZE: 7x6 
x22, SHPG. WT: 5 LBS. UNUSED, $14.95 


TRACE SCOPES 


AN/USM-140D OSCILLOSCOPE , 
*« DC To MHZ MAINFRAME, 
/ SIMILAR TO HEWLETT-PACKARD 
|70A. INCLUDES MX-2930D 
DUAL-TRACE VERTICAL PLUG-IN 
wtTH DC To 22 MHz PASS BAND 
|NPUT IMPEDANCE: | MEGOHM 
: SHUNTED BY 30 PF. INPUT 
SENSITIVITY: 0.02 voLt/cm To 20 voLTs/cM. 
FUNCTICNS: CHANNEL A,BCHopPpED, A-B, AND AL- 
TERNATE. HORIZONTAL MX-3078 PLUG-IN SWEEP 
RATE: O.| sec/cm To 5 sec/cm. HORIZONTAL 
SENSITIVYTY: 0.1 v/cm To 10 v/cM. MAGNIFIER 
X! To XI00 IN SEVEN STEPS. CALIBRATOR: 0.2 
mv To 100 v. IN NINE RANGES. PoWER Guineas 
115/230 VAC 50-1000 Hz. Size: 144x19x22, 
Supa. wt: 110 ces. NET: 95 ces. 
Price: USED, REPARABLE, $375. CHeckED, $450. 


AN/USM-140B OSCILLOSCOPE, EARLIER VERSION 
OF THE ABOVE. SAME SPECS WITH Ber eee 
PLUG-IN. USED, REPARABLE, $350. CHECKED, $425. 


AN/USM-105A SCOPE WITH OUAL-TRACE PLUG-IN, 
SAME AS USM-140 except DC To 15 MHz RESPONSE. 
Price: UseD, REPARABLE, $195. CHECKED, $295, 


Far Radio Sates Ca. 
1016 E. EUREKA ST. P. O. BOX 1105 


Wid ma, OT 45802 


PHONE: 419 / 223-2196 


GOD IS JUST 
A PRAYER AWAY 


DY 


100 MHZ OSCILLOSCOPE 


TEKTRONIX R647A MOD- 

FIED OSC|LLOSCOPE 

FEATURING DC To 100 

MHZ FREQUENCY RE= 

SPONSE, DUAL-TRACE 

CAPABILITIES, AND 

SOLID-STATE CIRCUIT= — r, : 
RY. UNIT INCLUDES THE TYPE IOA2A DUAL-TRACE 
AMPLIFIER AND THE Type IIB! Time BASE moD- 
ULES. AMPLITUDE CALIBRATOR GOES FROM 0.2 

MV To 100 votts IN I8 sTEPS. THIS SCOPE 
WITH ITS 14 KV ACCELERATING POTENTIAL ON THE 
CRT HAS HIGH WRITING SPEED AND IS CONSTRUCT} 
ED FOR RUGGED AND SEVERE ENVIRONMENTS. 

PoWER REQUIRED: 90 To 136 VAC AND FROM {80 
To 272 VAC IN SIX SWITCHABLE RANGES, 45-440 
Hz. Stze: 88xl9xl9, SxHpa. Wt: 75 Les. 
NOTE: THE MODIFICATION ON THE RO47A'S WHICH 
WE OFFER APPEARS TO BE THE VERTICAL ORIENTA 
TION OF THE 6xI0 CM. DISPLAY AS PICTURED 
ABOVE. THESE UNITS ARE SOLD as REMOVED FROM 
SERVICE, LESS THE DISPLAY BEZEL, OPERABLE ON 
MOST MAJOR FUNCTIONS, BUT NOT LAB CALIBRATED 
Price: TEK R647A mop. Scope, Usep, $895.00 


OSCILLOSCOPE CAMERA usep wiTH TEK R647A. Ex- 
POSES 35 MM FILM CARRIED IN 500 FT. capacity 
VAC MOTOR=DRIVEN MAGAZINES. INCLUDES FI.0 
2." CRT copy LENS. WRITE For INFO. $175.00 


MULTIMETER 


ME-81/USM-34 MULTIMETER, 
PORTABLE INSTRUMENT MEA- 
suRES DC AND AC VoLTAGES, 
RF volts, OHMs, ano DC 
MILLIAMPS. SCALES: O To 
1000 votts DC or AC IN 
FOUR RANGES; 0 To 3000 
VOLTS DC PEAK TO PEAK; 
0 to 1000 DC MiLLiaAmes; 
0 To 3.0 VAC p-P; 0 To 
2000 MEGOHMS; AND O To Sa et 
1000 DC mittiamps. DC INPUT IMPEDANCE: 38.3 
MEGOHMS WITH PROBE. RF INPUT IMPED: 8 PF 
SHUNTED BY |3 MEGOHMS ON 100 voLT AC RANGE. 
PowER REQUIRED: 115 VAC 50-1000 Hz. 

Size: 11%x82x5d Supe. wt: 17 Les. 

PRice: USED, REPARABLE $30.00 CHEckeo $45.00 


CALL COMMANDER 


"CALL COMMANDER SW! TCHBOARD 
E-634C-| AT REDUCED PRICE 
FROM WS-76 CATALOG. EITHER 
“tl or 17 LINE PLUS “HoLDt! 
\ AVAILABLE. SPECIFY BEIGE 
OR GREEN COLOR. USED, 

REMOVED F/SERVICE. 20 LBs. 
PRICE: || Lines, $24.95 
lene teithae 2, 25 


RETURN POSTAGE 
GUARANTEED 


Bulk Rate 
U. S. POSTAGE 


PAID 
Lima, Ohio 
Permit No. 74 


SSB TRANSCEIVER 


618S-1/MC SSB TRANS- 

CEIVER covers 2.0 To 

25 MHZ FROM 20 PRESET 

CHANNELS; FREQ. INTER- 

vAL; 900 Hz (2.0-7.25 is 

MHz) ano. 1000 Hz (7.25- 

25.0 MHz). HAS AUTOTUNE|\aMd 

FROM CHANNEL TO CHANNEL. 

TRANSMITS SSB oR AM SIGNALS WITH MINIMUM PEAK 

ouTpuT oF 100 watts (2-14.25 MHz) ano 90 

WATTS (14.25-25 MHz). ANTENNA TUNE POWER: 

50 watts. CarRRieR suppression: 40 DB MIN. 

ReEcEtves AM, DSB, ano SSB. Sensitivity: |.5 

U-V. FOR 10 DB (SSB) 3 SELECTIVITY: 3 KHZ MIN. 

BANDWIDTH @ 6 pown; 8 KHz max. @ 60 DB 

DOWN. CAN BE USED WITH FSK. UTILIZES a VFO, 

SPECIAL DISCRIMINATOR AND REFERENCE OSCILLA- 

TOR SUBASSEMBLIES. WITH 25 TuBES. POWER 

REQUIRED: 28 VDC ano 115 VAC 400 Hz. For 60 

HZ OPERATION: 600 VDC, 250 VDC, -50 VDC, -65 

VDC AND 6.3 VAC. 115 V. 400 HZ For sSELSYN 

ON PA INDUCTOR. SIZE: 15%x8x23%: WT: 65 Les. 
Price: usep $175.00 


RT-311/ARC-38 TRANSCEIVER, SIMILAR To THE 
618S-1/MC, BuT wiTHouT SSB. Useo, $99.50. 


COLLINS 618S-1 TRANSCEIVER, sIMILAR To 618§-| 
MC ano ARC-38, BUT CRYSTAL-CONTROLLED. No 
SSB or VFO. Usep, $65.00 


SG-323/TSM_ REFERENCE 
SIGNAL GENERATOR, useo 
IN DATA COMMAND SYS- 
TEMS OF FLIGHT 
COMPUTERS. Has 69 
DIODE=TRANSISTOR tt 
LOGIC CARDS WHICH iF 
IN TOTAL CONTAIN ’ ' 
over 300 2N404 TRaNsI eo. 8 
Atso 32 DATA ENTRY SWITCHES PLUS SWITCHING 
FOR |6 PRESET MESSAGES. A AND B CHANNELS 
HAVE ODD-EVEN SELECTORS; EIGHT ADDRESS 
SWITCHES PER CHANNEL. TEST DISPLAY HAS 
INDICATOR LIGHTS NUMBERED |, 2, 4, 

& 64. OPERATING MODES: EXT AUTO 

ANO MAN. MANUAL MODE SELECTION: 5 

OR ONE SHOT. IN ALL, 67 MINIATURE TOGGLE 
SWITCHES (MOSTLY spoT) ARE USED. RCA MFG. 
POWER INPUT NOT KNOWN. SOLD AS “RECEIVED 
FROM Gov'T. NOT CHECKED For oPERATION." 
Size: |9x7Zxl6%; Supc. wr: 65 tes. Used. 
PRICE: W/CABINET, $75.00; LESS CABINET, $70. 


RECORD! 


MAGNETIC RECORDING TAPE FoR MosT 
AUDIO TAPE RECORDERS. On 103" 
REEL; 4 wioTH, 3600 FEET APPROX 
LEADING MANUFACTURER. WT: 2 LBS. 
USED, $1.95 Each. 3 For $5.00 


SUPPLEMENT To 
CATALOG No. 76 


1776 - 


1976 


oa 


CATALOG 
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PLUG-IN TYPE SCOPES 


ie LA-545 OSCILLOSCOPE, DC To 30 
* -@ @* MHZ RESPONSE AND DUAL-TRACE 
e@ oz CAPABILITIES WITH PROPER 
ee «PLUG-IN. SIMILAR TO TEKTRON- 
eose6@e 1x S45A AND ACCEPTS ALL TEK 
@@: LETTER AND "|" SERIES VERTI- 
@@* CAL PLUG-INS. HORIZONTAL SEN- 
<see® siviTy: 0.2 v/cm To 15 v/cM. 


= SWEEP RATE: 0.! u-SeEC/cM To 
5 sec/cm in 24 steps (Time Base A) AND 2 u- 
sec/cm To | sec/cm IN 18 steps (TIME Base B) 
SWEEP DELAY: 2 U-sec To I0 sec/cM. AMPLITUDE 
CALIBRATOR: 1000 Hz squaRewaAve, .2 Mv-100 v. 
SOLD LESS PLUG-INS. PowER REQUIRED: 115/230 
VAC 50-60 Hz. Size: 17x13x24, Wr: 85 tes, 
PRice: USED, REPARABLE, $395. CHECKED, $495, 


LA-265A OSCILLOSCOPE, DC To 15 MHz AND bDUAL- 
TRACE CAPABILITIES WITH PROPER PLUG-IN. 
SIMILAR TO TEKTRONIX 535A AND ACCEPTS TEK 
LETTER AND "|" SERIES PLUG-INS. LESS PLUG-IN. 
Price: USED, REPARABLE, $295, CHEckED, $395. 


TEKTRONIX TYPE OSC|LLOSCOPE PLUG- 

).. } IN AMPS FoR USE WITH TEKTRONIX 

<i | 530, 540, 550 sERIES AND SIMILAR 

| MANUFACTURERS! SCOPES. SOLD AS 

} "use 

a $10.0 
| TYPE B WiDE-BAND, HIGH-GAIN, 

i: =) TYPE D HicH-Gain, DC DIFF., 

TYPE_E, Low LEvEL AC OIFFERENTIAL, 

TEK TYPE G, Wide BAND DC DIFFERENTIAL, 

TYPE MC, MILITARY DUAL~TRACE, 

TYPE ML, MILITARY L FAST-RISE, 

TEK TYPE O, OPERATIONAL AMPLIFIER, 

TEK TYPE 53/54K, FAST-RISE, 50. 

TEK TYPE P, SAMPLE TEST, 35. 

TEK 7A16, SINGLE-TRAcCE, DC To 150 MHz PLUG- 

in FoR 7000 seRtes scopes, $195 


REPARABLE-COMPLETE.” ADD 
FOR TEKTRONIX MFG. UNIT. 
Shay, 
40. 


De 
45. 
25 


$175, 


TEKTRONIX OSCILLOSCOPES IN USED, REPARABLE- 
COMPLETE CONDITION. QUANTITIES ARE LIMITED. 


513D DC To 20 Mxz, .O1 To 1000 

U-SEC/CM SWEEP RATE $195.00 
524AD TELEVISION Scope, To 

O MHZ MARKERS, DELAY, $250.00 
531 DC To 15 MHZ, PLUG-IN 

TYPE LETTER SERIES, 225.00 
531A MORE RECENT VERSION 53l, 275.00 
532 DC To 5 MHZ, USES-LETTER 

SERIES PLUG-INS, $195.00 
535 DC To |5 MHZ, SWEEP DE- 

LAY, USES LETTER PLUG-IN, $295.00 


TEKTRONIX 180A TIME-MARK GEN- 
ERATOR, |4 TIME-MARK INTERVALS 
FROM | U-SEC TO 5 SECONDS. 
THREE SINE WAVE FREQ: 5, 10, & 
50 MHz. WITH TRIGGER RATE FRE- 
quencies: |, 10, 100 Hz ano |, 
10, 100 KHz. PowER REQUIRED: 
115/230 VAC 50-60 Hz. Size: 

; |3ExlOxl6%, SHPG. wr: 37 LBs. 
Price: USED, CHECKED FOR OPERATION, $125.00 


TEK 107 SQUARE WAVE GENERATOR, 400 Kuz To | 
MHz; 0.1 To 0.5 v. ouTpuT. Useo, CHKo. $60 


oe 


eee2e2ee* 
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goesecee® 
gavooere? 
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AUDIO LEVEL METER 


DAVEN TR-924C AUDIO 
LEVEL METER; AS TERMI-' 
NATING INSTRUMENT, IT 


fe ng eae 


INDICATES -40 To +20 = j a 

0B; -20 To +20 DB wien’ *9@@™ = oo" 
BRIDGING. INPUT IMPED= er, 

ANCE: 600 OHMS BALANCED (TERM.) oR 12,500 
OHMS (BRIDGE). Ae RESPONSE: 50-10,000 Hz @ 
0.1 DB; 20 To 20,000 Hz @ -2.0 To 0.5 DB. 
TRANSISTORIZED. POWER REQUIRED: 1|15 VAC 60 


HZ. SIZE: 19x53x74, Spc. wt: 23 Les. ~ 
Price: Usep, $50.00 


owen F LUKE 803R DC-AC DIFFER- 
*) ENTIAL VOLTMETER, MEASURE 
0-500 votts DC or AC. DE- 
CADE=TYPE NULL RANGE SE- 
EECTORS LO, Ml gel phoned | 
DC ano AC. CONVERTER FRE- 
quency: 30 Hz To 5 KHz. 
RACKMOUNT. POWER REQUIRED: 115 VAC 60 Hz. 
|94x82x174; 40 tps. Used, REPARABLE, $95.00 
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LIMITED AVAILABILITY ON SOME OF THE PLUG-INS, 


GOV'T. TEST EQUIPMENT 


MILITARY TEST EQUIPMENT; ALL USED, CHECKED 
FOR OPERATION UNLESS “REP™ (REPARABLE) INDI- 
CATED. ACCESSORIES EXTRA. WRITE FOR MORE INFO 


OS-8_ OSCILLOSCOPE, SRP! CRT $75. 
OS-57/USM-38 OSCILLOSCOPE, SWP1 CRT 95. 
0S-62/USM-50 OSCILLOSCOPE, SADPI CRT, 100. 
FR-4 FREQUENCY METER, 100 KHz-20 MHz, 85. 
FR-38 a wy PLUG-IN TYPE, ase 
" "  * 125-20,000 KHz, 70. 
" "5 20-480 MHz 65. 
" "  ° 125 Kwz-1000 MHz. 95. 


oi SIG. GENERATOR, - 10-50 Mz, wR. 


W 
9 


’ 


10- : : 
4}0-1000 MHz, Rep 120. 


" 


TS-403 " “Be 
AN/TRM-3 SWEEP GENERATOR, AM-FM, 
ME-260 MULTIMETER, 20 Hz-700 Muz, 75. 
ME-71C AUDIO LEVEL METER, 20-500’Kunz, Rep 60, 
TS-352 MULTIMETER, BATTERY OPERATED, W599 

REP, ee 


TS-375 AC-DC VOLTMETER, 

TS-505 VTVM, AC-DC voLTs AND OHMs, 
TV-2/U TUBE TESTER, FULLY METERED, 95, 
Tv-3/U 8 af Rep, $55. Cueckeo $65. 
WV-7/05 6" $29.95; CHko, $39.95 


’ 
> Rep, 


RI-Fi METER TEST SET 


IM-37A/PRM-1A RADIO INTERFER- 
ENCE-FIELD INTENSITY METER, 
SIMILAR TO STODDART NM-20B. 
USED TO DETERMINE SOURCE OF 
RADIATED OR CONDUCTED INTER- 
FERENCE AND THE EXPLORING OF 
RADIATION PATTERNS. COVERS 
FREQ. RANGE FROM [50 KHz To 
25 MHZ WITH CAPABILITIES OF 
MEASURING RF VOLTAGES FROM 
{1.0 u-voLT To | voLT. AS A 
FIELD INTENSITY METER, IT CAN 
MEASURE FROM 2.0 U-V/METER TO | 
2.0 vo-tTs/METER. INCLUDES —— 
AT-211,-212, & -213 antennas; UG-104,-105, & 
-537 apaPTERS; CU-195,-196, & -197 IMPEDANCE 
MATCHING NETWORKS; MX-980 RF PROBE; CALIBRA- 
TION BOOK; AND CY-749A TRANSIT CASE. BATTERY 
POWER REQUIRED: |.5 voc @ 0.8 A; 90 voc @ 30 
MA; 9 voc AND 1.9 voc. SIZE: 73x 14x16 
SHpc. wT: 50 tps. USED, REPARABLE, $250.00 


AN/PRM-1A TEST SET incLUDING THE IM-37A RI- 
Fl meTeER, PP-472B AC power supPLy, ME-33/U 
REMOTE METER, AND THE FOLLOWING ACCESSORIES; 
CG-571 ,-572, & -573 SPECIAL PURPOSE CABLES; 
CADV-62481 & CG-444 caBLes; CADV-62480 Power 
CABLE; AND CY-750 TRANSIT CASE. SHPG. WT: 
100 tps. Price: Used, REPARABLE, $325.00 


AUDIO OSCILLATOR 


TS-382* AUDIO OSCILLATOR, 
20 Hz To 20 KHZ IN FoUR 
BANDS. OuTPpuT: O To 10 
voLTs across |000 oHMs. 
WITH BUILT-IN €& AND 

HZ REED FREQUENCY METER. 
Size: 10xl2$x18%, Snec. : 
wr; 50 ces. Net: 45 ces. 3 

Price: Used, REPARABLE, $49.50. Cueckeo, $65. 


TS-382F AUDIO OSCILLATOR, MosT RECENT VERSION 
TS-382. UseD, REPARABLE, $60. Cnecken, $75. 
TRANSIT CASE F/TS-9382F, useo, $ 


ROYCO MODULE 515 DATA COUNTER 
PLUG-IN useED tN Royco ParTi- 
cLE MONITORS. UTILIZES A 
BEEDE Meter RELAY To TRIP ONE 
oF Two [2 VDC RELAYS AT A 
PRESET COUNT RATE. METER FS= 
| MAS FULL SCALE COUNTS/MIN=- 
ute [OK or 100K. HOWEVER, 


NOT CHECKED. 
Power REQUIRED: |15 VAC 60 Hz., #30 VDC, AND 
-15 VDC. Size: 84x6xlI%, SHpc. wr: 7 LBs. 


Price: w/FS=I0K count, $45.00; FS=100K, $50. 


MINIMUM ORDER $5.00 


150A Scope, DC-10 MHz, DUAL-TRACE, $|75. 
200BR Aupdto Oscittator, 20 Hz-20 Kuz, ‘ 
202A Function GENERATOR, 008-1200 Hz, $75. 
211A  SquaRe-Wave GENERATOR, TO | MHz, $65, 
212A PuLse GENERATOR, 50 WATTS PEAK, oe 
330BR DisToRTION ANALYZER, $}95, 
430C  PoweR METER LESS BOLOMETERS, A 
434A CaLoRMETRIC PoWER METER, | $295. 
450A  AmpLifier, 10 Hz To | MHz, 5 
460BR WtbdE-BANO AMPLIFIER, De 
492A WT AmpLiFierR, 4 To 8 Guz, eer, 
5248 FREQ. CouNTER, PLUG-IN TYPE, [25% 
524¢ a "ss 8-01GIT READOUT, ioe 
525A Ptuc-iNn F/5248,C,D 10-J00 Mxz, 60. 
5258 " B,C,D, !00-220 MHz, $75. 
526A ie " B,C,0, VIDEO Amp, QO. 
526B u " B,C,D, TIME INTERVAL $35, 
526C " " B,C,D, PERtop MuLTI, Hs 
S40A TRANSFER OSCILLATOR, RACKMOUNT, ; 
Sweep OsciLLator, 4-8.] GHz [255 

686A Sweep OsciLLaToR, 8.2-12.4 Guz, $195. 
6924 Sweep Sic. GENERATOR, 2-4 Guz, 295. 
J41 1A SaMPLING PLUG-IN, DC-4 Guz O53 
1601A Logic ANALYZER PLUG-IN, L/PROBE, $]95. 
1781B Sweep DELAY GENERATOR PLUG-IN, 95; 
5265A DiGiTAL VOLTMETER PLUG-IN, ' 
oyee10 OLTS-TO-FREQ. CONVERTER, aR 
HP-400C VACUUM TUBE VOLTMETER USED CHKD . 


HEWLETT-PACKARD 


HEWLETT-PACKARD TEST EQUIPMENT, useD, REPARA- 
BLE-COMPLETE CONDITION. IF NOT SATISFIED, 

EQUIPMENT MAY BE RETURNED WITHIN 10 DAYS OF 
RECEIPT AND PURCHASE PRICE WILL BE REFUNDED. 


oe ee we oo we ow ew ww ow ew we ee oe we 


HEWLETT-PACKARD 5268 TIME 
INTERVAL PLUG-IN useo 
WITH THE H-P 524 Series 
FREQ. COUNTERS, FR-38 

AWD NORTHEASTERN 14-26 
COUNTERS. UNIT MEASURES 
INTERVALS FROM |.0 uU-SEC 
To 100 DaYs. START-STOP TRIGGERING IN SEP= 
ARATE OR COMMON CHANNELS. SHPG. WT: 9 LBS. 
Price: Used, REPARABLE $35.00. 


Mee a CASE FoR 525/526 PLUG-INS. STEEL 
xX 


8), $5.00; Fierectass (148x9x9), $10. 


L 1x 
Oe 


LAB INSTRUMENTS 


WESTON PORTABLE 
INSTRUMENTS 
Mover 931, 3% dE 
SIGN ACCURACY, 
Size: 5x5ex3g. 
Movet 901, 4% ve- 


SIGN ACCURACY = 
Size: 73x74x38. 


| cae wg 


i 


140-0-140 Mi cROAMPS DC, Mode 93], 30.00 
-7.5-30-75 Votts DC ModeL 931, 35.00 
140-0-140 MicRoames bc, Move 901, -00 


THE ABOVE WESTON METERS ARE USED IN GOOD CON- 
DITION. OTHER SCALES ARE AVAILABLE. WRITE. 


NUMERIC READOUT 


BURROUGHS DIGITAL DISPLAY 
WUTILIZING THREE NUMERICAL 
PNIXIES (122P224). CaN BE 
;ADAPTED INTO COUNTER, TIMER, 
mOR SIMILAR. CONTACT CLOSURE 
MAY BE PRESET FROM 0 To 499 
oe COUNTS USING THE SELECTORS 
= ON THE FRONT. |NPUT PULSE? 
24 VDC 0.5 MA or 24-120 VAC WITH MAX. DURA- 
TION 160 MILLISEC. MAx. COUNT SPEED: 220 PER 
MINUTES PoWER REQUIRED: 115 VAC 60 Hz. | 04x 
6§x5; wr: 12 iss. MDA#I01S824, Unuseo, $9.95 


ORAGE UNIT 


CV-2607/CG CONVERTER SIG- 
NAL DATA STORAGE; TaPe 
DATA STORAGE UNIT USES 
EIGHT CHANNEL HEADS, ONE 
READ AND ONE WRITE, 3" 
TAPE STOREO IN 14x{2 
MAGAZINE.’ SPROCKET-DRIVE 
ot pie! HEADS HAS TWO SYNCHRONOUS 
wea ea STEPPING MoTORS @ 200 
STEPS PER REVOLUTION. TWO SWING-OUT CIRCUIT 
CARD RACKS EACH HOLD FIFTEEN 6-3/8x52 CARDS. 
Uses MosTLY 2N404 TRANSISTORS, BUT ALSO SOME 
PLASTIC SILICON ONES. UNIT SETS IN RACKMOUNT 
CABINET WITH INTERIOR GLIDES AND MUFFIN FAN. 
Power REQUIRED: I15 VAC 60 Hz. Size: 19xl04 
x21%. SHpc. wT: 115 ces. $59.95 


GRAB BOX ASSORTMENT OF NEW & 
» USED, USEABLE GOVERNMENT AND 
a MANUFACTURERS SURPLUS ELECTRO 
| NIC ITEMS sucH A ASSEMBLIES, 
| RESISTORS, CAPACITORS, MOTORS 
STATIC PRESSURE. FIBREGLASS B, COILS, CHOKES, TRANSFORMERS, POTS 
CONSTRUCTION. OVAL OUTTAKE f| CIRCUIT BOARDS,RELATED ITEMS. 
38x42 witH 4x44 MOUNTING . pi PACKED IN A CARTON OF 5O LBs. 
FLANGE. 115 VAC 50/60 Hz. : é (THIS MAKES A GOOD FILLER TO 
Sag hBee Oa wT? Oo'BB- | winch FOR TRUCK SHIPMENTS OF 1o0 UB. CHARGE, 
HX NUSED, $29.95 ihe ‘ 
ee ees S GRAB BOX S-76 50 Les. $6.00 100 Les. $10.00 


MATCHED WESTON METERS 
M)METER PANELS 


re See | FEATURING 
eee gs. © matcreno WES- 
TS  peccame TON 1941 ano 
 swirciiaoano (9417 (TauT- 
: : oe BAND TYPE 
VOLT-AND AMMETERS. WITH 5x29" HALF-BEZEL 
MOUNT AND PROPER 5O MV. SHUNT FOR AMMETER. 
OVERALL METER sIzE: 43x4". ALSO INCLUDES 

24 VDC RELAY, INDICATOR LIGHT, AND TERMINAL 
STRIP. PANELS ARE USED, BUT IN EXCELLENT 
CONDITICN. PANEL SIZE: bOx54x3, wt; 10 Les. 


CENTRIMAX BLOWER 


ROTRON CENTRIMAX HEAVY-DUTY 
BLOWER, 225 CFM @ [5 mm Ho0 


GB AVY DUTY SPOT KNIFE SWITCH, 


BENDIX MN-26K RADIO COM- 


: Pte rete Vacge ene _ | #30T-30T 0-30 AMPS DC & 0-30 VOC $29.95 
Pe neat lent We, Fors, eames ite ease. Oxdxe, O-10 AMPS BG £ 0-180 voc $20:98 
RECTION FINDER OR GEN- erect ete UNUSED, $4.39 ; bo 1B0 i ‘ 

: -46, , UNUSED, ‘ 
seal Reeblsens Coven S18; SeSr Unisee? 7.38 | FA00ET-Go. o-2t00 Mle ob Co/id 
(200-410), (410-850) , & W-22) ’ TPD > UNUSED, 9.95 


(850-1750 Kuz). TUNING POSSIBLE DIRECT OR siggy SELECTOR SWITCH, 15 BuTTON, MAKE | 
Mee BREAK |, RELAY RELEASES ALL BUTTONS 
tog se WHEN ACTIVATED 24vpC oF 


115 vac. size 124x74x2 


es caiia S WT: 7iBs. 
“gaaonese URC#1524115 new $7.95 
PUSH-BUTTON MIXER SELECTOR, 
WHITE BUTTONS | THRU 4 ARE 
SEPARATE CONTACTS; 5,6,7 
MAKE 2,3,4 RESPECTIVELY WITH A COMMON. RED 
BUTTON RELEASES ALL. 120/240 VAC 8 AMP RATING 
4%x|4x24; 2 LBs. GEFASP8128-417, Unuseo. $.75 


BALLISTICS BOX 


g C-1 CONTROL BALLISTICS CONTROL BOX 
FOR USE WITH BOMBING NAVIGATIONAL 
COMPUTER HAS 4 DIALS CONNECTED TO : m2 6OOMA. 
GEAR ASSY. THAT ARE PART OF THE AUT] Size: 7x6x6; WT: 28:B/Sec; 24 v. @ 2 amp. 
O RESOLVER sYsTEM |/SpeERRY#662428, | DOUG.$8006 used $13 |6.3v @ 100 ma/24ve100ma 
5/662426 ano 2/5663478 atso 2 BAND |---------------------- Size; 3$x3x3; Wry 4 Le 
SW. TERM. STRIPS, KNOBS ETC. Pri: 115 vott 60 uz. |URC#LT-646 $4.95 
$1z€:19x]2x8; 12 LB.PT#65473 $14.95 | Secs 500 vct @ 100 mat----------------------- 
6.3 v. @ | amp.|PRI: 115/230 v. 60 nz. 
SIZE: 23x28x3t; wis 3 |Sec: 24 vet @ 2 amp. 
URC#8316213 $2.95 |Size: 3x2%x28; wr: 3 Le 
~-------------------- URC#5515830-2 $3.95 
Prt: |15 volt 60 Hz.|~----------------------- 
Sec: 500 vet @ 150 ma/Prt: 115 volt 60 uz. 
¥ 6.3 v. @ 2 ame. {Sec: 35 vet @ | amp. 
S1ZE:23x3x343 wt; 35 
URC#831 61 33 $3.95 
PRiso 1S: VOUT:AOOCHZ. 
Sec: 1380 vet @ 200 ma 
$1 ZE:32x22x24; 2 Le. 
URC#8316423 $2.50 
Pri: 115 vo_t 60 nz. 
SEG? 1.60) Vet Zr AMP 


rae 


yaa KEYBOARD, 17 KEYS 
5/8" BUSINESS SIZE. +, —, X, 
AND + FUNCTIONS. TERMINAL PIG- 
@ TAIL AND SINGLE POLE 4 Posi- 
TION SWITCH. 44x4x!4. REMOVED 
FROM EquIP. NCR#0092, $4.95 


6B8, 2/6J5, 2/6N7, ano 5/6K7. Size: I7SxI It 
x12: Wr: 45 ves. USED, EXCELLENT, $19.95 
A 


MC-203 "T" ADAPTER FOR SHAFT & KNOB USE 
MN-26 MANUAL FOR MODELS A,C,M,W,Y,X 
BASICLY SAME AS "K" & OTHERS. 


sO Volt = 60: HZ. 
SEG uA 4 AMP. 
S1ZE:3¢x32x3; Wis 4 ts 
Carson#4892 $4.95 


ARR-58 FM RECEIVER 


R-863/ARR-58 RECEIVER, FM 

162.25 To 173.5 Muz. De- 
SIGNED TO RECEIVE SonoBouY 
SIGNALS ON |6 PRESET CHAN- 
NELS. IF=30 MHz. INPUT IM- 
PEDANCE: 52 OHMS. MORE RE- 
GENT VERSION OF THE R-3I6 
ARR-26 RECEIVER. CONVER- (oS 
SION INFO FOR R-316 To ae 

145-175 MHz PLUS AUDIO, SQUELCH, AND 115 VAC 
60 HZ POWER MODIFICATION INFO INCLUDED. WITH 
Tupes 7/6AK5, 2/6AS6, 2/6AL5, 6J6, aNd 5814. 
PoweR REQUIRED: 150 VDC 125 ma and 6.3 VAC. 
Size: 5x8x17, Wr: 20 Les. Useo, $19.95 


J-953/ARR-58 JUNCTION CABINET, INCLUDES Two 
R-863 RECEIVERS, Two AM-1870 AuDIO FREQUENCY 
AMPS, AND ONE AM-187| RF amp. Useo, $45.00 


Pri: 115 vott 60 uz. 


VARIABLE CAPACITOR 
IN OIL WITH 6 VOC 4.5 \ 
RPM MOTOR. CAP. APPROX 
700 wMF. 1/16 SPACING. s 
OVERALL SIze |0x3x3.  *% 

wt: 4 Les. #E-421/B-403 Re-moveo $14.95 


- = — om war ere & VARIABLE VACUUM CAPACITOR p= = 
CODE RECE!VER-XMITTER 300 mmr, 7500 VOLT, SPRING Uy P = 
2 RETURN SCREW AND GEAR ADJ : 
APW-11 RECE|VER- ~ 


RT-122A TMENT. 
TRANSMITTER, CONSISTS OF ‘ S126: OX3x350T: 4 tp. #XD62174 re-moveo 14.95 
TUNEABLE RECEIVER CAVITY,  @% 


Prt: 115 volt 60 uz. 
Sec: 45 v. @ 500 ma. 
6 v. @ 500 ma. 
$1ZE:32x24x23; WT; 2LB 
URC#203A6725-{0 $2.50 


CRYSTAL DETECTOR, VIDEO AMP, a < eC ABUECALAR MATA 50 ver 3 ame. lpri: 115 vorT 60 Hz. 

DECODER, AND TRANSMITTER EN- < : GEARHEAD MOTOR Re ejoresteods. § eee See 115 *n TAPPED 
e e a 

IPF of evenetertne cutee” MOTOR W/RIGHT ANGLE. SHAFT & ae nrenecpennemen~= | S126: 98x bx95, WTS Le 

MENT. RECEIVES AT A PRESET : Ri: Ve HZ. ‘ 

CARRIER FROM 2680 To 2920 AFT SIZE? 5/16" Lone X FOUR PRI. TAPS. Ueno Ie = 


.3/8" DIA. CLEARANCE BETWEEN 
SHAFT AND MOUNTING ABOUT |" 
REqutrReEs 115 VAC 60 Hz @ 
ae 1.9 amps. Size: 7x3% ota, 
WT: 15 LBs. Rossins & Mevers #KL-H330, $12.95 


MHZ WITH A 732 HZ PULSE RATE. 
REPLY PULSES ARE AUTOMATICALLY TRANSMITTED 
AT A PRESET CARRIER FROM 2750 To 2950 Muz. 
CODIFICATION DONE BY VARYING THE INTERVALS 
BETWEEN PULSES. Uses TuBes |1/12AT7, 2/2021, 
6AS6, 6AL5, aNd 2C40. Power REQUIRED: -350 
VDC @ 70 mA AND -80 VDC @ 10 ma. Size: 53x12 
x6. Wr: 17 LBs. UseD, Less TuBEes, $9.95 


Sec: 80vct @ 5a. CoNT. 
INTERMITENT 9 A. 
WITH 2 REGULATING CAP. 
$1Z&:7x44x5$; wr:34.e. 
REG#O123472 $9.95 


AUTO-TRANSFORMER 110/220/440 
50/60 HZ. WITH OUTLET FoR [10 
VOLT, MOUNTED ON ALUMINUM CHAS~ 
SIS WITH CIRCUIT BREAKERS DUAL 
250 v. | AMP AND DUAL 250 v. 5a. 
ALSO RELAY DPDT 10 amp. 120 vac 
contacts, 120 v. 50/60 Hz colL. 
TRANSFORMER 250 WATTS. 

Size: |0x63x5; wt: 16 Les. 
NCR#002461 70f $8.95 


Pri: 120 vott 60 Hz. 
Sec: 120 vo_t 3.5 a. 
S$1Z£:6x43x44; wr: |2ce 
$5950-989-0971 $9.95 


wee mew + ew eo em ee ee ee mew ee 


SILICON RECTIFIER & HEAT SINK “9 
REF &@ IF Mm ULE AO00O vo_t 3 PHasE 420 amp.od.c & 


138° 33. 8; 20 Las. GE#337- 
_ FF & VARIABLE IF MODULE Frou B-540/ isomer st) REGis Cine SY 
™ -it RECEIVER. by 37 MHZ ISimiLar To aBove, 400 voit 3 
RF 5 bev eeurere ee.8 ae 14 g/PHASE 240 AMP. D.c. size 2x5 
OSCILLATOR INJECTION Hor EN cogs Seal ha kori 
|& PART OF MODULE). WORM- E z 2 TF-146/G_AUTOTRANSFORMER, 100 
DRIVE VAR. CAPACITOR FOR te PRADO LS -130 oR 200*260 votts 50/60 xz 
TUNING. WITH TuBEs 2/5654, ~ HEADSETS = fF iwPuT, ouTPuT 115 voits 4 KvA 
10x3%x3%, 12 LBs. UNuseo. sy, >a ay, MAX. THRU 7 STEP TAP SWITCH, 
. ROANWELL HEADSETS (/ fF CIRCUIT BREAKERS IN INPUT SIDE 
W/BOOM MICS, ALL p StZE 19x15xl4; wr: 200 Les. 
‘USED- COMPLETE. : Price: $49.50 
SHPG. wT; 10 Les. 


$9 9 5 Se 
5670, ANd 5725. 


AT-382/ARC VHF LOOP ANTENNA, 
USED WITH ARC-TYPE RECEIVERS 
over 190-1500 Kuz. 9" Loop 
ANTENNA (19 u-H) PROVIDES FOR 
AURAL DIRECTION-FINDING AND 
ANTI-STATIC RECEPTION. DESIGNED 
FoR MC-215 FLEXIBLE SHAFT RE= 
MOTE TUNING WITH C-I8 CONTROL BOX. 
14x9x4; 10 LBs. Gov'T RECONDITIONED. 


were eee ee ee = 


TWO-ELEMENT HEAD- 

SET wiTH $33840/G 
a Mic. Has |0 FooT “i 

CORD WITH UG-77 PLUG. RoAN#590585-6, $12.95 


SINGLE-ELEMENT HEapseT witTH 100 onM M-6 Mic. 


a Has 10 FooT CORD WITH 4-coNnDUCTOR CANON PLUG 
ray (XLR-4-11C). ROANWELL#62890, $9.95 


MINIMUM ORDER $5.00 


92000 MED 75 VDC, 3x6, $4.00 ca. 
23200 MED 50 VDC, 3x4, 3.75 Ea. 
51000 MFD 40 VOC, 3x44, 4.00 Ea. 
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AN/GRC-!10 RADIO SET 


AN/GRC-10 RADIO 
CONSISTS 
oF R-125 RECEI- 
meee VER, 1-235 
wi TRANSMITTER, 
DY-94 AC Power 
SUPPLY, C-632 
CONTROL UNIT 
AND THE MT-700 
RACK DESCRIBED SEPARATELY BELOW. USES SAME 
ACCESSORIES AS THE OTHER GRC EQUIPMENT WE AD- 
VERTISE. SHPG. wT: 250 tas. Usepn, $300.00 


R-1|25/GRC-10 RECEIVER, 54 to 70.9 MHz FM IN 
O.| MHZ STEPS. DUAL CONVERSION TYPE WITH A 
FIXED IF oF 4.3 MHZ AND A TWO-STAGE VARIABLE 
IF oF 15,15-16.05 MHz. Has crysTat AND AFC 
FREQUENCY CONTROL; ANTENNA TRIMMERS AND 
SQUELCH. METER INDICATES OSC |, OSC 2, 3rd 
IF, Ist Lim, DISC PRI, DISC-, DISCe. AND LINE 
LEVEL. QUTPUT IMPEDANCE: 600 eMms (SPEAKER) 
OR 4 OHMS (EARPHONE OF HANDSET). HAS 
TUBES. PoWER REQUIRED: 200 VDC 100 ma (PLATE 
AND SCREEN); AND 24 VDC 1.3 amps (FILAMENTS). 


SIZE: 114x9x124; Sec. wt: 36 Les. Usen, $125. 


T-235/GRC-10 TRANSMITTER, 54 To 70.9 MHz FM 
in 0.1 MHZ STEPS. TRANSMITS VOICE, MULTI- 
CHANNEL TELEPHONE, TELEGRAPH, OR FACSIMILE 

IN ANY COMBINATION, POWER OUTPUT: 40 waTTs 
(H!) ano 10 watts (LO). Has crYSTAL-con- 
TROLLED MONITOR RECEIVER FOR AFC. AuDIo IN- 
PUT IMPEDANCE: 600 oHMS Mell eh 150 
OHMS (MICROPHONE). QUTPUT IMPED: OHMS. 
FORCED-AIR COOLING. METER INDICATES XTAL 
OSC, AFC-, AFC+, LINE LEVEL, RF POWER, PA 
PLATE, PA GRID, AND OSC. HAs 16 TuBES IN- 
CLUDING ONE 4X{50D IN THE POWER AMP. POWER 
REQUIRED: 590 VDC 150 ma (PA ay 250 VDC 
120 ma (PLATE _AND scREEN); 20 VDC 25 ma (mic) 
AND 24 VDC 1.7 amps (FILAMENTS). SIZE: 

ll 4x9xl28; Supe. wT: 40 Les. Useo, $125.00 


DY-94/GRC-10 AC POWER SUPPLY FURNISHES ALL 
THE NECESSARY VOLTAGES FOR THE R-125 aND 
T-235 FROM POWER INPUTS OF ||5/230 VAC 50- 
65 Hz (292 watts) or 24 VDC (326 watts). 
HAS FORCED-AIR BLOWER FOR COOLING. SIZE: 
114x9xl23; SHpc. wt: 75 tps. Useo, $125.00 


C-632/GRC-10 CONTROL SET coorDINATES THE 
POWER AND ANTENNA CONNECTIONS IN THE GRC-I0 
SET AND WITH OTHER SYSTEMS. POWER REQUIRED: 
115/230 VAC 50-65 Hz or 24 VDC. Size: |7x3d 
xl2e; Supe. wt: 15 Les. Usepo, $50.00 


ACCESSORIES For GRC-10 RADIO SET AND OTHER 
GRC oR VRC EQUIPMENT. ALL IN USED CONDITION. 
H-33/PT HANDSET with UG-77 PLUG, 

M-29/ MICROPHONE with UG-77 PLuc, 

LS-166/U LOUDSPEAKER with UG-77 pLue, 


9-PiN GRC CONNECTOR For Power/ControL, 2.50 


s AM-915/GRC AMPLIFIER- 
MULTIPLIER, ORIGINALLY 
USED WITH THE T-302/GRC 
TRANSMITTER TO COVER THE 
C Bano, 225-400 Muz FM. 
OutTPpuT: 120 WATTS DRIVEN 

BY Two 4X150's, Size: 

12x6xl4, SHpc. wT: 45 tes.. Usep 95 

AM-1180/GRC 50-100 MHz, (1) 4x150a, $49.50 

AM-2537/TRA, 790-915 & 840-925 MHz, $59.50 


AMPLIFIER-CONVERTER PLUG-IN UNITS USED WITH 
R-417/GRC RECEIVER. 30 MHz IF. Continuous 
TUNING OF RF AND OSCILLATOR. USED, COMPLETE. 
S$1zE;_73x6$x94, Supa. wr: |7 LBs. 
AN-1179/GRC, 50-100 Mxz, $39 .50 
AM-9 | 4. vi 225-400 Muz, 4/6J4, 5670, $34.95 
AM-1177/GRC, 400-600 Muz,  $44750 


F-194/ BANDPASS FILTER For R-417/GRC RECEIV- 
ER, 142 To 163 MHz. UseD, compLeTe, $12.95. 


& 
& 


QTHER BANDPASS FILTERS AVAILABLE BETWEEN 50 To 


92.5 MHz AND 121 To 404 MHz. Speciry.$12.95 


POWER SUPPLY 


Mm BELL SYSTEM POWER SUPPLY, 105- 

. 130 VAC 60 Hz tNpuT. OuTPuUT: 
ee 9 VAC 2.8 amp; 18 VAC |.4 amp; 
fwmpem '8 VOC_.6 amp; ano 20 VDC 1.0 
potweiertsy AMPS. FUSED AND WITH AC CORD. 


Au 


Price: #J , Usep, $9.95 
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Size: 84x42x88; Supa. wT: 22 Lee 
ATAt A 


EQUIPMENT ENCLOSURES 


TABLE TOP CABINETS, ALL 
UNUSED, STEEL CONSTRUCTION 
WITH GRAY-CRACKLE FINISH. 


A-|228, HAS HINGED TOP AND 
sz " BALL CORNERS. TAKES 9x|9 
; ee RACK. OVERALL Stze: [04x 
20#x15; SHpc. wT: 30 LBs. UNnuseo, $24.95 


MS-3980, PERFORATED TOP AND BOTTOM; ACCEPTS 
10x19 Rack. OVERALL SIZE: 1 12x204x19; 
Supe. WT; 35 LBs. UNUSED, $19.95, 


MS-5373, REAR ENTRY STYLE; 
HOLDS 8xI9 RACK. OVERALL 
size: 94x194x19$; SnHpc. 
wt: 25 ces. Unused, $15.96 


MS-733 CABINET; TAKES 9x|0% 

x72 PANEL. OVERALL SIZE: 

104x122x8. SHPG. WT: 
Unused, $8.95 


MS-1167, SHORT DEPTH 7xI9 
x72 RACK. OVERALL SIZE: 
84x204x8, SHPG, wT: |7 LBs. 
UNUSED, $9.95 


me WALNUT VENEER CABINET wiTH 
P VENTILATING GRILL ON TOP 
He) REAR AND RUBBER FEET. NICE 
— FOR STEREO OR BENCH GEAR. 
Takes 15x3-7/8x10 PANEL. SuHpc. wt: 10 LBs. 
Price: WE-17, unuseD-soxeD, $7.95 


15 tes. 


BUD METAL CHASSIS MADE WITH 20 GAUGE STEEL. 
10"Dx!7"Wx3"H. 7 LBs. #CB-637, unused, $3.95 


VINYL-COVERED STEEL ENCLOSURE, 
PERFORATED REAR TOP$ LEATHER= 

TEXTURED GRAY. 16x4gx10. 6 LBS 
#URC-EN-16, Unusep-Boxeo, $2.95 


POWER SUPPLIES 


SOLID STATE POWER SUPPLY, 
we. OuTPuT: 20-24 VDC @ 5.5 
~”. AMPS, RATED CONSERVATIVELY 
Wy! 15 VAC 60 Hz iNpuT. Has 
JFRONT VOLTAGE ADJUST, RUN- 
@ 77NING LIGHT, AC RESET, AND 
SJ FAN. REMOVED F/EQUIPMENT. 
92x7x|93, SHPG. WT: 42 LBs 
NCR#0516-332, $49.95, 


SOLID STATE POWER SUPPLY, Output: 5 VDC 4 Amp 
Input; 115 VAC 60 Hz. WITH COOLING FAN AND 
FUSE. OPEN FRAME, REMOVED F/EQUIPMENT. DSx4 
xl4; SHpc. wt: 22 Les. NCR¥95-4326, $19.95. 


SOLID STATE POWER SUPPLIES, act wit 115/230 

VAC INPUTS. SPERRY AND NorRTH ELec. mec. NEW, 

SPERRY #4113281: Outputs 6 VDC 5 amps; -12 
VDC 2.5 AMP; AND VDC 5.5 amp. Size:. 204x 
9x8; SHPG. wT: 40 Les. 245° 85 


SPERRY #4124957: Outputs 6 VDC 3.5 amps (M5 
VAC 1N) oR 12.03 ames (230 V. IN), Size: 8x 
1Oxl1; SHPpG. wt: 25 Les. $24.95 


NORTH ELECTRIC #PEC 3496: Outputs 5 VDC 42 
amps; 15 VDC 9 amps; -15 VDC 5 amps; -18 
VOC [2 amps; 24 VDC’10 amps: 250 Vp, 200 MA. 

125. 


S1zE: 24x7x!6; SHpe. wt: 150 Les. 

NORTH ELEC. #PEC 2754: Outputs 6 VDC .5 amps: 
-6 VDC.5 Ae; -6 RV.5 A; -12 VOC 1.6 Aw; -28 
VOC 4A. 2{x58x5h5 wr: 28 tes. ° $29295 


= NORTH ELECTRIC MODULAR POWER 
SUPPLY, Output: 3.7 VDC 14 
AMPS @ 40°C. INpuT: 105-]32 
VAC 40-440 Hz. Size: 94x5x74 
Me SHPG. wt: |7 ces. #NI4003KA. 
- Price: New, $35.00 


ARC-34 TEST SET 


. AN/URM-76 TEST METER usep 
TO TEST CIRCUITS IN THE 
ARC-34 RaDIo SET. CAN BE 
USED AS A DC VOLTMETER WITH 

P rances: 1.5, 5, 15, 50, 150 
and 500 VDOC. WitTH Fs=50 UA. 
33" RD. METER, SCALE: O0-15- 

Ce 50 VoLTs-MILLtames DC. 

TEST LEADS AND PROBE INCLD. 

SIZE: 72x6Ex3%, Wr: 10 LBs. Useo, $ 


MINIMUM ORDER $5.00 


RECEIVER WITH 


R-808/GRC-14 RECEIVER wiTH 

FSK CONVERTER; CONTINUOUS- 

LY TUNEABLE FROM 2 TO 32 

MHZ !N FOUR BANDS: (2-4 

(4-8), (8-16), ano (16-32 

MHz). Receives CW, MCW, 

AM PHONE, AND FSK. DUAL 

CONVERSION WITH IF'S OF 

455 Kuz ano 1500 Kuz; 

SELECTIVE BANDWIDTH: 700 

Hz (Broad) or 350 Hz 

(SHARP). UNIT HAS CRYS- 

TAL CALIBRATOR WITH BFO PITCH CONTROL. HAS 
METER FOR TELETYPE TUNING; HOLD-OQPERATE AND 
NoRMAL-REVERSE TELETYPE LINE SWITCHES, 
|NPUT IMPEDANCE: 300 oHMs (HI-Z) or 50 oHMS 
(LO-Z). Output impeD.: 600 onMS. Uses 46 
TUBES. Power REQUIRED: 115 VAC 60 Hz or 


26.5 VDC 5 amps. Stze: |13$xl0x!74, SHeG. wT: 
80 LBs. 


USED, EXCELLENT, NOT CHECKED, $250. 


WATT TRANSM11 


sass 


1 631/GR¢- 14 TRANS- 
me MITTER, 2 To 20 Muz 
= 400 WATTS PEAK OUT- 
Put, 100 WATTS NOMI- 
NAL CARRIER. EMPLOYS 
oe | DECADE TYPE TUNING 
: ; in {00 Hz sTEPS:WITH 
Banos: (2-3), (3-6), (6-109, ano (10-20 Muz) 
TRANSMITS AM PHone, CW, oR FSK. HAs AFC or 
MANUALLY ADJUSTED VFO. FREQUENCY SHIFT OF 
#500 Hz. METER INDICATES FSK SYNCHRONIZATION. 
ALSO METERING FOR RF LINE AND MANUAL TUNE. 
NPUT IMPEDANCE: [00 onms (MIC) or 600 onMS 
LINE). QUTPUT. IMPED: MATCHED or 50 oHMS 
WITH RF TUNER BYPASSED. WtTH 28 TuBES IN- 
CLUDING THREE 4X250F's IN THE POWER AMP. 
Power rREequiReD: 1100 VDC 400 ma; -105 VDC 
60 mA; 250 VDC rec. and 312 VDC (PA Screen) 
@ 500 ma; ano 26.5 VDC 20 amps (FILAMENTS 
AND pec: Size: 13&x29x174, SHPG. WT: 
230 tps. Net: 157 teas. UseD, EXCELLENT 


PP-1711/GRC-14 AC POWER SUPPLY pRovives ALL 
THE NECFSSARY VOLTASES FOR THE 1-63] TRANSMI 
TTER FROM 115 VAC 60 Hz or 26.5 VDC and 24 
VAC PoWER INPUT. ALsSo suPpPLIES |15 VDC ouT- 
PUT FOR TELETYPE LOOP CURRENT. INDICATOR 
SHOWS DYNAMOTOR RUNNING TIME FROM 0 To 9999.9 
HOURS. Stze: 10x29x173; SHpG. wT: 310 Les, 
NeT: 284 tps. USED, EXCELLENT CONBITION 
Price: T-63! XmitTerR & PP-171!/GRC-14, $300. 
T-63], R-808, & PP-1711/GRC-14, $450. 


MANUAL For MRC-55, covers GRC-I4 system, $20. 


RECEIVERS 


R-648/ARR-4| RECEIVER 
Summ AIRCRAFT TYPE FOR USE_IN 
ei THE 195-550 kc ano 2-25 
4 MC RANGE IN 9 BANDS WITH 
DIGITAL TUNING, |KHZ SPD 
a/c, BROAE/ Sainte 
SENS. ADJ. PHONE JACK ETI 
DYNAMOTOR INPUT 27.5 voc 4 amps. ouTPuT 250 
voce [00 Ma. suet wT: 30 Les. 
PRICES: USED REPARABLE $175.00 CHECKED $225 
R-390/URR RECEIVER, 500 Kuz-32 Muz. DiGi TAL- 
TYPE TUNING TO | KHZ. Receives AM, CW, ° 
115/230 VAC 50-60 Hz. UseD, REPARABLE, $300. 


R-390A/URR RECEIVER, SAME AS THE R-390, BUT 
WITH MECHANIGAL FILTERS. SHPG. wt: 100 LBs. 
Price: USED, REPARABLE, . CHECKED, $550. 


AN/AWRR-2 oR AN/FRR-59 NAVY RECEIVER, 2-32 Muz 
i » MCW, ISB, SSB, FSK, AND FAX. Four 
BANDS, | KHZ INCREMENT OR CONTINUOUS TUNING. 
PowER REQUIRED: 115 VAC 60 Hz. Size: 23x20 
x23. WT: 250 Les. UseED, REPARABLE, $550.00 


T&S-305B8 POWER METEF 


TS-305B/UP POWER METER usep 
TO MEASURE PEAK RF POWER OF 
RADIO AND RADAR SETS. FRE- 
UENCY RANGE: 220 To 320 
HZ. POWER RANGE: O To 50 
KILOWATTS INDICATED ON 3s" 
ROUND MICROAMMETER. |NPUT 
IMPEDANCE: 50 OHMS. POWER 
* REQUIRED: 115 VAC 50-1600 
Hz. Size: |2xl1#xl04; Sec. 
Price: USED, REPARABLE, $95.00 


wT: 32 Les. 


